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Certificate of Analysis

TRN STL
STL Richland
2800 George Washington Way
Richland, WA 99354

Tel: 509 375 3131 Fax: 509 375 5590
Vww.stl-llc. corn

Fluor Hanford
P.O. Box 1000, T6-03
Richland, WA 99352

October 3, 2006

Attention: John Trechter-

SAF Number
Date SDG Closed
Number of Samples
Sample Type
SDG Number
Data Deliverable

R06-013
September 11, 2006
Five (5)
Soil
W05004
15 /15-Day Summary
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-aRECEIVED -I /
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CASE NARRATIVE

1. Introduction

On September 11, 2006, five other solid samples were received at STL Richland (STLR) for
radiochemical analysis. Upon receipt, the samples were assigned to lot J61110179 and assigned the
following laboratory ID number to correspond with the Fluor Hanford (FH) specific ID:

FH ID#
BIKB53
B IKB54

B1KJ40
B1KJ42
BIKJ43

STLR ID#
JD35G
JD35M
JD35R
JD35V
JD35X

MATRIX
SOIL
SOIL

SOIL
SOIL
SOIL

DATE OF RECEIPT
9/11/06
9/11/06
9/11/06
9/11/06
9/11/06

IL Sample Receipt

The sample was received in good condition and no anomalies were noted during check-in.

11. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

senn Trent Ltabontones, inc.

STL RICHLAND

L eade
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Fluor Hanford
October 3, 2006

The requested analyses were:
Liquid Scintillation Counting
Selenium-79 by method RICH-RC-5043

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Gas Proportional Counting
Selenium-79 by method RICH-RC-5043
The blank failed on the first analysis. The samples were reanalyzed and were acceptable. There is
currently not an available standard for Selenium 79 and an LCS was not analyzed. Except as note, the
batch blank sample and sample duplicate (BIKB53) results are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

Siferryl Adam
1CC ProjectManager -

STL RICHLAND 3



Drinking Water Method Cross References
DRINKING WATER ASTI METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richland's SOP number
EPA 901.1 Cs-134. 1-131 RICH-RC-5017
EPA 900.0 Alpha & Beta RICH-RC-5014
EPA 903.1 Ra-226 RICH-RC-5005
EPA 904.0 Ra-228 RICH-RC-5005
EPA 905.0 SrB9/90 RICH-RC-5006
ASTM D2460 Total Radium RICH-RC-5027
Standard Method 7500-U-C & ASTM D5174 Uranium RICH-RC-5058
EPA 906.0 Tritium RICH-RC-5007

NOTE:
The Gross Alpha LCS is prepared with Ani-241 (unless otherwise specified in the case narratie)
The Gross Beta LCS is prepared with Sr/V-90 (unless otherwise specified in the case narrate)

Uncertainty Estimation
STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation of Errors",
involves the identification of all variables in an analytical method which are used to derive a result. These
variables are related to the analytical result (R) by some functional relationship, R - constants * f(xyz...
The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.
The individual component uncertainties (ui) are then combined using a statistical model that provides the
most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated
by statistical methods, or type B. evaluated by other means. Uncertainties not included in the components,
such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-
of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the
combined uncertainty (ti) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

STL Richland
raGeneralnft v3.72
STL RICHLAND 4



Report Definitions
Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action

Level. Often the Action Level is related to the Decision Limit.

Total Uncert (s)
gi,- Combined
UncerraRy.

(as). Coverage
Factor
CRDL(RL)

Le

Lot-Sample No

NIDCIMDA

Primary Detector

Ratio U-2341-238

Rst/MDC

RstlTotUcert

Report DB No

RER

SDC

Sum Rpt Alpha
Spec Rst(s)

Work Order

Yield

Batch

Bias

COC No

Count Erro

STLlRichland
rolCoeneralinfo v3.72
STL RICHLAND

r (#s)

The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Defined by the equation (ResultlExpected)-l as defined by ANSI N 13.30.

Chain of Custody Number assigned by the Client or STL Richland.

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the resuh. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
of the uncertainty associated with the result, u, the combined uncertainjy. The uncertainty is absolute and in the
same units as the result.

ile coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland "default"
nominal detection limit. Often referred to the reporting level (RE.)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc-(I.645 *
Sqrt(2(BkgmdCnt/BkgrndCntMinySCntMin)) * (ConvFct/(Ef'Yld*Abn*Vol) *0 ngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Le cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and I error probability of approximately 5%. MDC - (4.65 *
Sqrt((BkgmdCnt/BkgmdCntMin)/SCntMin)+2.71/SCntMin)*(ConvFct/(Ef* Yld Abn Vol) lngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234111-238 ratio for natural uranium in NIST SRM 4321 C is
1.038.

Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Sample Identifier used by the repor system. The number is based upon the first five digits of the Work Order
Number.

The equation Replicate Error Ratio - (S-D)[sqrt(TPUs'+ WUd') as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
the results are in the same units.

The LIMS software assign test specific Identifier.

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu- 239/40 method.

5



Sample Results Summary

STL Richliand STLRL
Ordered by Method, Batch No., Client Sample ID.

Report No.: 33415

Client Id
Batch Work Order Parameter

6263405 SE79_SEPIELSC
BIKS53

J035G2AA SE-79
B1KB53 DUP

JD35G2AC SE-79

BlKB54
JD35M2AA SE-79

B1KJ40
JD35R2AA SE-79

B1KJ42
JD35V2AA SE-79

B1KJ43
JD35X2AA SE-79

No. of Results: 6

Date: 03-Oct-06

SDG No: W05004

MDC or
Result+ Uncertainty ( 2s) Qua Units Yield MDA CROL RPD

1.06E+00

3.55E-01

4.27E-01

8.50E-01

-2.42E.01

5.082-011

+- 1.04E+00

+- 5.95E-01

+- 5.45E-01

+- 5.72E-01

+- 9.41E-01

+- 1.17E+00

pCg

pCVg

pCg

pClg

pCL/g

pCVg

46%

75%

82%

80%

47%

39%

1.92E+00

1.12E+00

1.02E+00

1.04E+00

1.84E+00

2.23E+00

1.00E+01

1.00E+01

1.00E+01

1.0OE+01

1.002+01

1.00E+01

100.0

STL Richland RPD - Relative Percent DifIerence.

rplSTLRchSaSum U Qual. Analyzed for but sot detected above limiting criteria. LUmit criteria is less ths the Mde/Mda or Total ucert or not Identified by
mary2 V5.0.1 gamma scan software.
A2D02

STL RICHLAND 6



QC Results Summary
STL Richland STLRL

Ordered by Method, Batch No, OC Type,.

Report No.: 33415

Date: 03-Oct-06

SDG No.: W05004

Batch
Work Order Parameter Result +.Uncertainty ( 23) Qual Units Yield Recovery Bias MDCIMDA

SE7SkSEPJIE.LSC
6263405 BLANKOC

JENQPIAA SE-79

No. of Results: I

-5.S1E-O1 +- 1.48E+00 U pC/g 41%

STL RICHLAND

2.13E+00

STL Richiand Bias - (Rult/Expected)i as defined by ANSI N13.30.

rptSTLRchQcSum V' Qual - Analyzed for but not detected above limiting criteria. Umit criteria I. less than the Mde/Ahds or Total Locert or not identified by
mary VS.0.1 A2002 Same scan software.

7
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Lab Name: STL Richland

Lot-Sample No.: J61110179-1

Client Sample ID: B1K953

SOG:

Report No.:

CDC No.:

W05004

33415

ROS-013-024

Collection Da

Received Oat

Matrix:

Date: 03-Oct-06

to: 9/10/2006 2:15:00 PM

e: 9/11/2006 2:10:00 PM

SOIL SOLID
Ordered by Client Sample ID, Batch No.

Result Cant Total MDCjMDA, RptUnit. Yild Rs/mDC, Analysis, Total SA Aliquot Primary
Paranneer QuIA Error (23) Uncert( 2) Action Lee Le CRDL4tL) Rst/TotUrert PrepDate Sire SI Detector

Batch: 6263405 SET79SEP_IELSC Work Orde: JD35G2AA Report DS ar: 9JD35G20
SE-79 f.06E+00 U 8.3E-01 1.0E+00 1.92E+00 pCi/g 46% 0.55 9/29106 08:15 a 2.0 LSC3

9.24E-01 1.00E+01 (2.1) G

No. of Results: 1 Comments:

STL RIchland MDCjMDALc - Detection, Decision Level based on Instnnnent background or blank, adjusted by the sample Efficiency, Yield, and Volume.
rptSTLRfehsample U Oust -Analyzed for but not detected above limiting criteria. Limit criteria Is less than the Mdc/Mda or Total Uncert or not Identified by gamma scan softre.
V5.0.1 A2002

co

FORM I

SAMPLE RESULTS



Date: 03-Oct-06

SAMPLE RESULTS

Lab Name: STL Richland SDG:

Lot-Sample No.: J61110179-2

Client SamplelD: B1KB54

W05004

Report No.: 33415

COC No.: R06-0l3-024

Cotfection Date: 9/1012006 2:15:00 PM

Received Date: 9111/2006 2:10:00 PM

Matrix: SOIL SOUD
Ordered by Cflent Sample ID, Batch No.

Result Count Total RDC IMDA, RplUnit, Yield RAtRflDC, Analysis, Total So Aliquot Primary
Parameter Qual Error (2s) . UFnI (2s) Action Lt it CRDL4RU RstTrtUctrt Prep Date Size Shre Driedor

Batch: 6263405 SE79.SEPIELSC Work Orde: JO35M2AA Report DO1: 9JDSP3M
SE-79 4.27E-Of U 4AE-01 5AE-Ot 1.02E+00 pC/g 82% 0.42 9/29/6 10-00 a 2.1 LSC3

4.91E-01 1.00E+01 (1.6) G

No. of Results: I Comments:

ST. Richiand MDCIMDA,tc - Detection, Decision Level based on Instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume.
rplSTLRchSample U Qual -Analyzed for but not detected above 1lmiting criteria. Limit criteria Is less than the Mdc/Mda or Total Uncet or not Identified by gamma scan software.
V5.0.1 A2002

to

FORM I



Date: 03-Oct-06

SAMPLE RESULTS

Lab Name: STL Richland

Lot-Sample No.: J6hl10179-3

Client Sample ID: BIKJ40

SDG:

Report No.:

COC No.:

W05004

33415

R08-013-024

Collection Date: 9/10/2006 2:15:00 PM

Received Date: 9/11/2006 2:10:00PM

Matrix: SOIL SOLID

Ordered by Client Sample ID. Batch No.

RUull Coant Total MDCIMDA, pt Unit, Yltid Rst/MDC, Analysis, Total Sa A"iquat Primary
Paramnetr Qua! Error( 2 ;) Unert( 2 s) Action Lev I CRD(R114 Rst/Totker Prep Date Sie Size Detector

Batch: 6263405 SE7D.SEP._ELSC Work Order: JD35R2AA Report 0S ID: 9JD35R20
SE-79 8.50&-01 U 4.6E-01 5.7E-01 1.04E+00 pCVg 80% 0.82 9129/06 10:53 a 2.13 LSC3

4.99E-01 1.00E+01 (3j G

No. of Resufts- 1 Commonts:

STL Richland MDCIMDA.LC - Detection, Decision Level based on instrument background or bank, adjusted by the sample Efficiency, Yield, and VoTume.

rptSTLRchSample U Out -Analyzed for but not dejected above limiting criteria. Limit criteria Is less than the MdclMda or Total Unceut or not Identified by gamma scan software.

VS.0.1 A2002

I-'
0

FORM I



FORM I

SAMPLE RESULTS
Date: 03-Oct-06

Lab Name: STL Richland

Lot-Sample No. J61110179-4

Client Sample ID: B1KJ42

SOG:

Report No.:

COC No.:

W05004

33415

R06-013-024

Collection Date: 9/10/20062:15-00 PM

Received Date: 9/11/2006 2:10:00 PM

Matrix: SOIL SOLID

Ordered by Client Sampe ID. Batch No.

Resuk Count Total MDC MDA, RptUnit, Yled RSt/MDC, Analysis, TotalS. Aliquot Primary
Parameter Quit Error (2 1) Unce't( 2 ') Action Lav Ie CRDL4RIt Rst/Totkert Prep Date Sire Size Detector

Batch: 6203405 SE79tSEPIE_LSC Work Order JD3SV2AA Report DR ID: 9J035V20
SE-79 -2.42E-01 U 7.5E-01 9AE-01 1.84E+00 pCVg 47% -0.13 9129106 11:45 a 2.06 LSC3

8.84E-01 1.00E+01 -0.51 G

No. of Results: I Commenls:

STL Richland MDCIMOALc - Detection. Decision Level based on Instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume.

rptSTLRchSample U Qual - Analyzed for but not detected above limiting criteria. Limit criteria is let, then the MdcfMda or Total Uncut or not Identiffed by gamma scan software.
V5.0.1 A2002



FORM I

SAMPLE RESULTS
Date: 03-Oct-06

Lab Name: STL Richland

Lot-Sample No.: J61110179-5

Client Sample ID: B1KJ43

SDG:

Report No.:

COC No.:

W05004

33415

R06-013-024

Collection Da

Received Dat

Matrix:

te: 9/1012006 2:15:00 PM

e: 9/11/2006 2:10:00 PM

SOIL SOLID
Ordered by Client Sample ID, Batch No.

Result Count TOai MDCIMDA. Rp Unit, yied RIThMDC, Analysis, TotalS Allint - Primary
Parameter Qual Enw ( 2s) Unrt 2') Acios Lee LC CRDL(RL) Rst/Tutkert Prep Date She Sire Detector

Batch: 6263405 SE?9_SEPJELSC Work Order JD35X2AA ReportDR ID: 9JD35X20
SE-79 5.08f- U 9.4E-01 1.2E+00 2.23E+00 pCi/g 39% 0.23 9/29/06 12:38 p 2.05 1SC3

1.07E+00 1.00E+01 0.87 G

No. of Results: I Comments:

STL Richland MDCIMDALc - Detection. Decision Level based on Instnmont background or blank, adjusted by the sample Efficiency, Yield, and Volume.
rptSTLRchSample U Qual -Analyred for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda or Total Uneert or not Identified by gamma swn software.
V5.0.1 A2002

H
'.3



Date: 03-Oct-06

DUPLICATE RESULTS

- Lab Name: STIL Richland SDG:

Lot-Sample No.: J6i110179-1

Client Sample ID: BIKBS53 DUP

W05004

Report No.: 33415

COC No.: RO-013-024

Collection Date: 9/10/2006 2:15:00 PM

Received Date: 9/11/2006 2:10:00 PM

Matrix: SOIL SOID

Result, Caunt Total MDCIMDA, RpiUnit. RsI/MDC. Analysis, Total S. Aliquot Primary

Oe Orig Rst Qua F Er (2s) tnnfr( 2 s) ActionU, CRDL Yield RsttToqUcert Prep Date Sire Size Detector

Batch: 6263405 SE79_SEPIELSC Wot Order JD35G2AC Repon DOID: JD35G2CR - ig OB 0ID: 9JD35G20
SE-79 3.55E-01 U 4.8E-01 6.OE-01 1.12E+00 pC/g 75% 0.32 929/06 09-08 a 211 LSC3

1.06E+00 U RPD 100.0 1.00E+01 (1.2) G

No. of Results: I Comments:

STL Richland RPD - Reld, Pe Dlfreac.

rptSTtRchDupVB.0 MDCIIIDA.Le - Deteetli, Defid.. Level based on Insrement backround er blank. adjusted by the sample Efficeney, Yield, and Volume.

.1 A2002 If Qual - Analyzed for has not defected above tingling criteria. Lindo crieria Is less than the kld/Mda or Total lUnen or not IdentifIed by gamma swan sortware.

I.-'

FORM 11



FORM 11

BLANK RESULTS

Lab Name: STL Richland

Matrix: SOIL

SDG:

Date: 03-Oct-06

W05004

ReportNo.: 33415

Cewit Total MDCIMDA Rpi Unit, RstIMDC, Analysis, Total S2 AlIquE Primary

Parameter Result Qual Error (2 s) Uncel( 2 s) , CRDL Vild trottfUcert Prep Date Size Shre Detector

Batch: 6263405 SE79 SEPJELSC Work Order: JENQPIAA Report D ID: JENOPIAB
SE-79 -5.31E-01 U O.OE-01 l.1E+00 2.13E+00 pCiLg 41% -0.25 9/290601:30p 2.0 LSC3

1.03E+00 1.002+01 -0.98 G

No. of Results: I Comments:

STL Richland MDCIMDA.Lc . Defection, Decision Level based on Instrument background or blank, adjusted by the sampfe Efficiency. Yield, and Volume.

rptSTLRchelank U Qual - Aualyed ror bet nt defteCed above liniting erterta. oitt criteria Isles Than the Mdc/lda cr Total Uncert er t1 Identified by gamma S. software.
V5.0.1 A2002

I-spt



0" STL Data ReviewNerification Checklist 9/30/2006 11:11:42 AM
TRME RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J61110179; 09/26/2006

Client, Site: 108302; RUS TEDF HANFORD
OC Batch No., Method Test: 6263405; RSE79 Se-79 by LSC

SDG, Matrix: W05004; SOIL

1.1 Is the ICOC page complete: includes all applicable analysis, dates, SOP numbers, and revisions? Ye No N/A

2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the 0C Batch Sheet? Y No N/A

2.2 Are the C appropriae for the analysis included in the bitch?.......... -- Y. No N/A

.3 Is the Analytical Batch Worksheet complete: Includes as appropriate, volumes, count times, etc? Y "o N/A

2.4 Does the Worksheets include a Tracer Vial label for each saiple? Yes N N/

3.1 Is the blank results, yield, and MDA within contract limits? Y No N/A

3.2 Is the LCS result, yleld, and MDA within contract limits? Yes No N

3.3 Are the MS/MSb re'sults, yIelds, and MDA within contract limits? Yes N N/

3.4 Are the ddplicate result, yieids, and MDAs within contract limits? No N/A

3.5 Are the sample yields and MDAs within contriat limiti? Y N. ./A

.0 ;Raw.Data.L 7 4
4.1 Were results calculated in the correct units? Y No N/A

42 Were analysis volumes entered coiectly? Y- NI/A

4.3 Were Yields entered correctly Yes No

.4 Were spectra reviewed/mreet contractual requirements? Yes No

4.5 Were raw counts reviewed for anomalies? Ye No N/A

5.1 Are all nonconformances Included and noted? Yes No /

5.2 Are all required forms filled out? Y o N/A

5.3 Was the correct methodology used? Y NoiLA

5.4 Was transcription checked?1 Y No N/A

5.5 Were all calculations checkedi at a minimum frequency? Y No N/A

5.6 Are worksheet entries comp lete and correct? Ye No N/A
- . . . . .. - - --............ .. . - - - -

6.0 Comments on any No resos e:

First Level Review - Date hl ___ el
STL AichiandAI PdPage 1

C



- rbSTL

OC Batek Nurnber:

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Wo rTo/

Review Item Yes(4) No () N/A
A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result 5 the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit? -
4. Is the blank result > the Contract Detection Limit but the sample
result <the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria? 77_
7. Is the LCS Minimum Detectable Activity 5 the Contract Detection
Limit?
S. Do the MS/MSD results and yields meet acceptance criteria? _-

9. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
1. Are all Nonconformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency?
6. Were units checked?

Comments on any "No" response: fi . A/2 -.

Second Level Revie 6. j - Date:

STL RICIEtINDSB, Rev. 10, 8/02

45-
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Clouseau
Nonconformance Memo

NCM #: 10-08769
NCM Initiated By: Pam Anderson Classification: Anomaly

Date Opened: 10/02/2006 Status: GLREVIEW
Date Closed: Production Area: Environmental - Sep

Tests: Se-79 by LSC
Lot #'s (Sample #s): J61110179 (1,2.3,4.5),

J61200000 (405),
CC Batches: 6263405

Nonconformance: Other (describe In detail)
Subcategory: Other (explanation required)

Problem Descript oot Cause

Name Date Description
Pam Anderson 10/02/2006 On the first analylsis of this soil sample for Se-79 the blank yield failed. The batch

was reanalyzed. Reanalysis is good.

Corrective Action

Name Date Corrective Action
Pam Anderson 10/02/2006 The tech has had further training.

Client Notification Summary

Client Project Manager Notified Response How Notified Note

Response Response Note

Quality Assurance Verification

Verified By Due Date Status Notes
This section not yet completed by GA.

Approval History

Date Approved Approved By Position

Date Printed: 10/2/2006 Page 1 of 1

STL RICHLAND a?



COLLECTOR
AHOG, JG

SAMPLING LO

200-W-42

ICE CHEST NO.

uor Hanford It.

ATION

CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST

COMPANYCNITACT

wo o TRECHTER, JE

- 2 o PROJECT OESIGNATION
200-UW-1 Opemble Unit, S

S5ML 595'
SHIPPED TO

Severn Trent Incorporated, Richland

FIELD LOGOOK NO.
DTs-SAWS-Hhl2

OFFSITE PROPERTY NO.
N/A

TELEPHONE NO.
373-7046

ROS-013-024 PAGE 1 OF I

PROJECT COORDINATOR CI En, ci
TRECHTER, JE

SAP NO.
oI frOm Trench between 216-U-8 and 216-U-12 R06-013

COA
121600EM29

AIRQUAITTY

METHOD OF SHIPMENT

GOVWWRNMENT VEHCLE

BILL OF LADING/AIR BILL NO.

N/A

MATRIX-
OL * OVER LIQUID
OS - OMhER SOLID
S - SOPL

. W-WATER

- SAMPLE NO.

911(853 I

B1KBS4

S1V340

SPECIAL HANDLING AND/OR STORAGE POSSIBLE SAMP
Contains Radioact
5400.5 (199019"

LAB ID ATRIXP SAMPLE SAMPLE NO./TYPE
DATE TIME CONTAINER(S)

LE HAZARDS/ REMARKS
3) Material at conocentrations that are not regvlated for transportation per 49 CFR but arm not releasable per DOE Order
3)

4X60mLGP :Seenum-79(Se-7l)

Iqi 's
S

S

S

SIBIKM3

4X60mL G/P Seienfum-79 (Se-79)

4X60mL G/P sernm-79 (Se-79)

4XSOml GP SelenIum-79 {Se-9)

4X6OmL G/P Selenim-79 (Se-79)

ANALYSIS PRESERVATION

None

None

JLD 3 571
None

None

NoneDI..~\

CHAIN OF POSSESSION

REUNQUISHED TY/REM ED FRom
(D)URAT9

;tE EI.

RELNQUSWEB~fE~ FRM
RELNQESWDBlRE/it F .k

SIGN/ PRINT NAMES - SPECIAL INSTRUCTIONS
DATh/AME RECEVD BY/STORED 3M DATE/ME Reporting format the Same as GPP, hnclldng C. An samples, except

EP 11 z ' VOAS, have been taken using the multiple-increment sampling program.P 112M6This requires the entire sample provided In each bottle to be used In
itE T0E D - DAT E analysis. VOAS wIN be analyzed as usual.

DADT TIME .RWCZ SOREDI DATE/TIME

DATI/IfMI REECEIESV/flSORID IN

fluLABORATORY CEIYIO
SECTION

FINAL SAMPLE DISPOSAL METhOD
DISPOSITION -

DATEIMME

DISPOSIoD " ATETIME

DATA
TURNAROUND

13 Days /
15 Days

OD

PRICE CODE SC



* STL'

% 1W %~~~On y fur samples requirin rdrac
to. Sample pH taken? 4 pH<(I pH>2(3 adjusted pH(]

11. Sample Location, Sample Collector Listed? y r
*For documentation only. No corrective action needed.

22. Were any anomalies Identified In sample receipt? Yes

13. Description of ahornatis (include sample numbers):

$aznupIcrCustodiD AnwrtsV sdDa tion C m/ / A .
Cfient SaM2 IeD Analyis R ucstcd Condition ConensActio.n

L11Z1171 I .I..-~;j~1~I~llI
Client Wormed on by Person contazted

[ INo WctiOn necesstary; process a is.-

Projet manager Date

LS-023, 12/oS, Rev. 6

STL RICHLAND

19

'Sample Check-in List

D1ThImeZCC1ved: 9~ U/A /g:/o

Clizt_ D F SDG;NA([] SAP#; 4- o/j NM
WortOrder Number: //O/77 Chain of Custody ttPo6 -03 -o z

Shipping Container D: Air Bill #

1. Custody Seals on shipping container intact? NA ( Yes %. No [)

2. Custody Seals dated and signed? NA

3. Chain of .Custody.record present? Yest No [

4. Cootr temcrature: .NA ... S'Verzvculitc/packing materials is NA Wct [3Dry [)
6. Number of samples Ln.sbipping containern

7. Sample holding.times excebded? NAH-] Yes [ )o [3

B. Samples have:
lape hazard labels
custody seas _--appopriate samples labels

9. Samples are:
good condition leaking

broken have air bubbles



-EEN S
RE-ANALYSIS REQUEST

DUE DATE 9-<Z6 o

CUSTOMER P

ANALYSIS -r -

MATRIX Se-/-

LOT NUMBER 7,o -4'Z

SAMPLE DELIVERY GROUP -t e V

OLD BATCH NUMBER .2 -g

NEW BATCH NUMBER 27; /r, S

LAB SAMPLE ID REASON FOR REQUEST & ANALYSIS COMMENTS
1) - i 1 - -// A 7 77- r
2)

4)
5)
6)
7)

9)
10)

-12)
.13)
.14)
-15)
16)

-17)
-18)
19)

.20)

LAB QC ID Assigned with new batch.

RC-048, 10/03, Rev 7

STL RICHLAND
20



9/21/2006 11:12:03 AM Sample Preparation/Analysis Balance Id:1 120373922
108302. Fluor Hanford Inc , Waste CW Se-79 PrpRCS013, SepRCS043 Pipet : -Management Federal Servi TM Selenium-79 by Liquid Scint

AnalyDueDate: 09/26/2006 51 CLIENT: HANFORD - Sept DTtTm Tech:

Batch: 6263405 9OIL pCi/g PM, Quote: SA, 27045 Sep2 DT/Tm Tech:
SEO Batch, Test: None Anl Tests: 6255192 CWTM, 6263405 CWTM.

Prep Tech: ,HansenM,

Work Order, Lot, Total Initial ANquot QC Tracer Tracer Count Detector Count On I Off CR Analyst. Comments:
Sample DateTime AmL/Unt AmtAJnt Prep Date Yld Time Min Id (24) Circle Irtl/Date

1 JD35G-2-AA 2.00g.in SETA0175
J6110179-1-SAMP 09/2109

09/102006 14:15 AntRec4XB & Ccntaiers: 4 scr: Alpha: Beta:
2 JD3SG-2-AC-X 2.1 Igin SETA0176
J61110179-1 -0UP Ml

09/10/2006 14:15 Amtfec- 4X60ML I IContaneu: 4 Scr Atha: Beta
3 JD35M-2-AA 2.10g.ln SETA0177
J61110179-2-SAMP 0912IV

09110/2006 14:15 AmtRec 4X60ML eContakiers- 4 Scr AlpWa- Beta:
4 JD35R-2-AA 2.13gmln SETA0173
J61110179-3-SAMP -

09/10/200814:15 Amjfec4XB0ML IContain:4 Sc Alpha: Beta:

5 JD35V-2-AA 2.06g.in SETA0179
J6111t0179-4-SAMP 09/21tiVB

09110/2006 14:15 AmRec 4XOML 1Cortalner 4 Scr- Alpha: Bet

6 JD35X-2-AA 2,0Sgin SETA0180
J61110179-5-SAMP

09110/2006 14:15 AmtRec4XSML IConteivmer 4 Scr: Ait Bet

7 JENOP-1-AA-B 2.00g.In SETA0181
J61200000-405-BLK

09/10/2 .1K Arcr Alpha: Beta:

ST. Richland Key: in - initia Anit. Il-Final Arnt. dl -luted Ant. si- Sep, *s2 - Sep2 Page I ISV - InsufficIent Volume for Analysts WO Cnt: 7

flichland Wa. pd- Prep Dt r - Reference Dt, ec-Enrichment Cel, cI-Cockta ted Added PrepSamplePrep v4.8.24



9/21/2006 11:12:05 AM Sample Preparation/Analysis Balance Id:
CW se-79 PrpRCS013, SepRC5043 Pipet
TM SelsnIum-79 by Liquid Scint

AnalyDueDate: 09/26/2006 51 CLIENT: HANFORD Sept DT/Tm Tech:

Batch: 6263405 pC1/g Sep2 DTr/Tm Tech:
SEQ Batch, Test: None

Prep Tech:

Work Order, Lot, Total Initial Aliquot OC Tracer Tracer Count Detector Count On IonU CR Analyst, Comnments:
Sample DateTime ArnVUnN Amniit Prep Date Yield Time Min Id (24hr) Circle InlVfate

8 JENOP-l-AC-BN
J61200000-405-tBLK

09/1O2006 14:15 AintRec tCntakier: 1 Scr Beta

Comments:

k1l Clients for Batchs
108302, Fluor Hanford Ine Waste Managemmnt rederal servf, 5L , 27045

TD3502AA-SAMH CC*stitUnt Lists
ge-79 DLs 10 pCI/g rims DCLs RIDs

7EMV1AA-iL~s
30-79 marl10 veil/ LCLI VCLS RPD.

Y P1AC-YaLK,
="-79 ROL 10 pCl/g [CL. VCL. RPDs
5302AA-AlP Cale Infls
Uneert Level (06).: 2 Decay to Safts T 3lk Subt.s N Sc.Not.s T 0ODR1 3

iQ1AA-RLKs
Uncert Level (ls.: 2 Decay to SaDt. T elk lubt., N sci.Not.: I ODRsi S

ilP1AC-!BLK-
Uncert Level (li). 2 Decay to oDts IT Elk tubt.. N Scl.Not.g Y ODRet 3

Approved By Dates

STL fichland Key: In - Initl Ami, ft -Final Amt. di DiLuted Amt si - Sept. s2 - Sep2 Page 2 ISV - Insufficient Volume for AnalysIs WO Cnt: 8
Ricland Wa. Pd - Prep Dt. r - Reference Dt, ec-Enrichient Cell, ct-Cocktaled Added Prap_SamptePrep v4.8.24



9/30/211:=:25AM ICOC Fraction Transfer/Status Report
ByDate: 9/30/2005, 10/5/2006, Batch: t263405', User *ALL Order By DateTmeAccepting

0 Batch Work Ord CurStatus Accepting Comments

CalcC HansenM
andersonp
HansenM
HansenM
ManisD
DAWKINSO
BlackCL

9/21F2006 1:47:24
IsBatched
InPrep2
Prep2C
Sep10
InCnti
Calkc

Y/20/200 214:65 PM
L/21/2008 11:47:24 AM
922/2008 8:5533 AM
L/28/2006 3:19:30 PM
/28/2008 3:39:18 PM

V/30/200 707:32 AM

ICOC.RADCALC v4.8.24
RICH-fC-5013 REVISION 6
RICH-RC-5013 REVISION 5
RICH-RC-5043 REVISION 2
RICH-RD-O0l REVISION 3
RICH-RD-001 REVISION 3

HansenM 9/22/2006 8:55:33

62I3405

scSC

SCSC5C
SC

A C

AC

AC

4C

0/28/2006 3:19:30 PM

DAWKINSO 9/2/2006 3:39:18 PM

BlackCL 9/30/2006 7:07:32

ManisD

A-. ACCepXnl tM07y; 51.7 UraWus Mange

STL Richland Grp Rec Cnt:5
Richland Wa. Page 1 ICOCFraclions v4.8.18

STL RICHLAND 23


